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Środa Wielkopolska                                Technical Department                     report No 03/2020                  

 

I. General information 

 

1. Manufacturer:                 

 

Lena Lighting S. A. 

63-000 Środa Wlkp. 

Ul. Kórnicka 52 

 

2. Date: 28-10-2020 

 

3. Test item description: 

Luminaire for UV tube 

 

 

4. Type 

UV-C Sterilon Flow 72W, UV-C Sterilon Flow 144W 

 

5. Technical data 

                       220-240V, 50/60Hz, 2G11, class of protection I, IP20, 2x36W or 4x36W 

 

6. Test specification         

EN ISO 15858:2016 

 

UV-C Devices - Safety information - Permissible human exposure 

 

 

 

7. Result of test:  POSITIVE 
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8. Marking: 

LENA LIGHTING S. A. 

UV-C Sterilon Flow 144W EVG 

220-240V~, 50/60Hz, 2G11, 4x36W, IP20 

Symbol: CE, I class of protection 

 

9. End of test 29-12-2020 

 

10. Test case verdicts: 

Test case does not apply to the test object  ......:   N 

Test item does meet the requirement         ......:   P (pass) 

Test item does not meet the requirement   ......:   F (fail) 
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II. Program of tests and results 

 

EN ISO 15858  

4.2 

If you observe a blue glow in the UV lamp, it is necessary to take a 

measurement to make sure there is no risk of exposure. (Ultraviolet energy 

is invisible to humans. However, it follows the same optical path as the 

visible blue light spectrum generated by a UVC lamp). 

P 

EN ISO 15858  

4.3 

Measurement of UVC radiation was carried out in accordance with the 

measurement method described in EN 14255-1 using a hand-held 

radiometer with sensors tuned to read wavelengths from 240 nm to 270 nm. 

P 

Measure table: 

 

 

 

STERILON FLOW 72W 

 

0.000  W/m2 

0.000  J/m2 

 

 

STERILON FLOW 144W 

 

0.000  W/m2 

0.000  J/m2 

  

P 

EN ISO 15858  

5.2 

The maximum allowable exposure to UVC radiation must not exceed 60 J / 

m2 for 8 hours per day and 40 hours per working week, when exposed to 

UV radiation of 254 nm. 

P 

  

 

 

* The test was performed on a representative sample, potentially creating the worst conditions for measurement. The 

construction of other devices is similar. 
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Summary: on the basis of the measurements carried out in relation to the EN ISO 15858 standard, 

it is concluded that the product is completely safe. 
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III. Parts of luminaire  

- body 

- metal protective mesh 

- lamp holder 2G11 

- ballast 

- wiring 

- terminal 

- TUV PL-L 36W/4P 1CT/25 
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Data sheet 

 

Luminaire for UV tube 

 

Data sheet: 

 

220-240V, 50/60Hz, 2G11, class of protection I, IP20, 2x36W or 4x36W 

 

 

 

 


